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Put small amount of 
feces into the tube 
containing Reagent 
1. Then, macerate the
sample with mini
pestle for 2-3
minutes.
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Reagent 1

Change the caps of the RB tubes 
with the caps of the RT-LAMP 
premix. Shake well by inverting 
the tube to reconstitute the dried 
RT-LAMP. Then Label the tubes 
accordingly

Place the LAMP tubes 
into the slots of the dry 
bath and incubate at 
63℃ for 30 minutes
for the LAMP reaction.

Remove tubes from the dry 
bath. Locate the White 
plastic tip and dip into the 
Dye tube. Dip the wet end if 
the White dip sticks into 
the amplified LAMP tube 

Analyze the results by viewing the 
amplified LAMP tubes via the naked 
eye and under the blue light of a 
counterfeit bill detector. A green color 
change and fluorescence indicate 
positive results, respectively.

Locate the small box 
holding the Rehydration 
Buffer tubes on one side 1

Get a new syringe and aspirate all the 
contents of Reagent 2 and dispense into 
Reagent 1 containing the macerated 
sample. Then Label the tubes 
accordingly based on the identification 
or code of the fecal sample.
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Reagent 2

Remove the cap of 
Rehydration Buffer(RB), and 

then instill 1 drop of 
extracted samples using 

new syringe.
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and the RT-LAMP Premix tubes 
on the other side.




