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Add 0.2ml of
blood sample to
R1 (Reagent 1)
tubes. Mix the
solution by
inverting the
tube.

1 Add 0.2ml of R5 to
R1 tubes. Mix by
inverting again. Then,
centrifuge at 14,500
rpm
for 15 minutes.

2 Transfer supernatant of R1 to
R2 tube. Stand for 15 minutes
in freezer or room temperature.
Then, centrifuge at 14,500 rpm
for 15 minutes. Carefully
remove supernatant
by pouring into liquid waste.

3 Aspirate 0.2ml of R3 and
transfer to R2 Tube.
Centrifuge at 11,500 rpm
for 5 minutes. Aspirate
all supernatant. Make
sure that no residue
remains.

4

Instill 3 drops of R4
to each R2 tubes.

5 Instill 1 drop of RNA extract
from R2 tube to Rehydration
Buffer tube.

6 Change the caps of the
Rehydration Buffer tubes with the
caps of the RT-LAMP premix.
Shake well by inverting the tube to
reconstitute the dried RT-LAMP.

7

Pre-heat the dry bath to 63oC.
Place the tubes into the slots
and wait for 30 minutes.
Afterwards, remove all the tubes
and set aside to receive the Dye
solution using the yellow dipsticks.

8 Open the caps of the tubes. Get one
yellow dipstick and insert into the Dye
solution then dip the wet end into one
tube. Do this again using a new yellow
dipstick for the next new tube. Repeat
this to all tubes.

9 Visual observation: A color change
from orange to green indicates
PRRSv positive result.
Under counnterfeit bill detector:
white fluouresence indicates a
positive result for PRRSv.

10

"Do not use a used syringe; always use a new one."

R1
a

R1
a

R5 5R2 R3R1

R4 R2


